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1. General information on PT (table 1)

Label

PT 33/6A

Object of PT

Determination of C, Mn, Si, P, S, Cu, Cr, Ni, AloMWV, V,
Ti, Co, As, Sn, B, Ca, in alloy stee

Assessment method(s)

Atomic emission spectrometry, X-Ray fluorescence
spectrometry and validated wet-way and combustion
method

Item of proficiency testing:

Alloy stee, samplePT 33/6A

Date of testing

Septembe-Octobe, 202

provider

Name and address of the PT

SPL-LABMAT s.r.a
1. m§je 432, 735 31 Bohumin, www.spl-labmat.cz
Tel: 596014627,-mail: info@sp-labmat.c.

Responsible person

Ing. Martin Bogumsk

Colaborator(s)

Ing. Denisa Kupczynova, René Piszc

Operations provided by
subcontractors

Providing of candidate material, preliminary cheahic
analysis and homogeneity analy

Number of participants

4C

Test item description

Steel sample d37x25mm, alternatively 30g steelschip
packed ira plastichottle (on request onl

Number of test items

45 pcs solid sample20 pcs steel chig

Technique of sample
preparation

Material was produced in induction furnace andexhsat
mauld. Samples was prepared by machi..

Item and result distribution

Post and transport servic e-mail and webpag:

Result acceptance

Electronic in provided form(MS Exce files)

Performance assessment
standards

Performance assessment based-scoring.
Result z-score with-2<Z_, <2 were considered

satisfactory for elemerss.
Result z-score with-2< Z, <2 were considered

satisfactory for other elements.

Reference values assessed as consensual withltles va
provided by participants. In all cases, this wasagtp the
arithmetic mean of the results after outliers esido by
Grubbs’ test. Standard deviationfser proficiency
assessment was used from -Fe, sp (2018) programn

Homogeneity and stability

Material homogeneity was tested in the laborataryitérm
a.s. Measurements were done for three final samples
determinations of each, 18 in total.

For homogeneity assessments and standard dev
calculation, the statistical method ANOVA was enygio for
all assessments. Material homogeneity as compaitbdive
norms for assessment of elements in steel provedeszory
for the PT. Homogeneity assessments were done lifd
elements. Given the character of the tested iteamy,

influences of time and environment instability akeludec

ation

ra
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2. Confidentiality agreement

The provider of PT declares that all informatiord atata pertinent to the individual participants
are considered confidential and dealt with accajiginParticipant code numbers are assigned at
random for each participant and each PT indepehdémthe final report, results are identified by
code numbers only and are therefore anonymous.

3. Abbreviations, definitions and signs
PT proficiency testing

PT XX/XX item labelling (samples) for PT
Participant in PT

laboratory, company or private person who recefliestems for PT and submits the results to
the PT provider

Accepted laboratory result
laboratory result which has not been excluded #ying

X laboratory result representing the arithmetic mafafusually) five results
submitted by participants

S selected standard deviation for five laborat@yessments for a given element
t5:0,05 confidence level for five assessments for theabdity level 95%

u repeatability of five results for one participant= + ti;/o'_: 'S

n number of participants involved in the statidtiata set after exclusion of outliers
X reference value, see 6.1 for details on assetsmen

Keet reference value calculated as mean of the valusslected participating

laboratories

Xor consensual estimate of the mean value of labgraésults performed according to
a method suitable for their distribution

Ser selected standard deviation from the statistleéh set in PT

Sy selected standard deviation as listed in the namdétermination of the given
element
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Z; z-score derived fronser, see chapter 6.2
Z, z-score derived froray, see chapter 6.2
U Uncertainty of the reference value, extended uagdy (extension factor=2) in the

sense of the ISO Guide to the Expression of theetainty of Measurement (1993),
dependent on the standard deviation of the labgragsults. This is expressed as a
one half of a + interval.

4. General principles of the PT
PT was organized, executed and evaluated accotalimgCSN EN ISO/IEC 17043:2023.

4.1 PT schedule

Information about the PT were made public on thb gite of the provider. Those laboratories that
had previously expressed interest in receivingrmfttion on the next PT were informed by email.
Instructions for participants were part of the Rdgramme and were also distributed along with
the test item. The sample remains property of Hr&gipant once the PT has been concluded.

4.2 Conditions for PT patrticipation

By agreeing to participate in the PT, the partinoisacommitted to deliver within the designated
period five parallel results of analyses, perforraeder the repeatability conditions (i.e. performed
with the exact same equipment in an immediate amiterrupted sequence). According to the
requirements of the nor@SN EN ISO/IEC 17043:2023 every measurement foPfiishould be
performed as a routine measurement that is undesaime conditions and procedures as are usual
in the everyday operation of the laboratory. Theeasment method and (alternatively) the category
and type of equipment are given by the particijgatite PT protocol which was publicly accessible
during the PT period at the web site of the provigew.spl-labmat.cz.

Based on the experience of the previous yearthallesults submitted by participants, regardless
of the method and equipment used, were includéderstatistical data set. For evaluation, outlier
exclusion was employed or alternatively robustistias for elimination of the influence of outliers
on the reference value and corresponding unceytaint

Once the PT has been completed, the participants eiprovided:
Final report on theevaluation incl. evaluation of individual analytes.
Certificate of participation on the PT including two annexes.
Certificate of chemical analysidor new reference material

5. Preparation and homogeneity of the test items
Details concerning the preparation of the test steamd measurements of homogeneity for this PT
are presented in thable 1 — general information on the PT
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For the evaluation of homogeneity, we have emplay@down programme using the statistical
method ANOVA along with calculation of the standdeViations from all assessments and their
comparison to the usual values according to thenaar previous PTs. As the criterion of sufficient
homogeneity for the purpose of the PT, the condlifiobe met is < 0,5sy, wheresis the standard
deviation in the measurement of homogeneity &ni$ the standard deviation according to the
norm. Where no valid norm is available, an oldemmaevith expired validity or a norm used in
another country can be consulted, or comparisoh wélues from previous PTs for similar
materials. In case the s < Gsbcriterion is not met for some of the assessed petens, non-
homogeneity contribution can be taken into accdmntincreasingser and sy for z-scoring
assessment, in the following manner:

6. Statistic evaluation and performance standards

6.1 Reference value and related uncertainty

The statistical methods employed were used acaptdirthe norms ISO 13528:2005SN ISO
5725-2:1997 &SN ISO 2602:1993.

Mean value of five results submitted by a singlatdbutor is thelaboratory mean x, which is
equivalent to the arithmetic mean from five measwmets and which represents the result of the
laboratory for individual elements. The value o timeasurementncertainty u (repeatability),
calculated from five assessments of a single laborais also given.

This laboratory mean is given in bold on the pagitis evaluation results for individual elements
and it is used for subsequent statistical evalnatidaboratory results — that is statistical d=gts

for individual elements. Uncertaintyis given in the column on the right along with takoratory
meanx.

On the basis of this data set, the reference valasdessed and also the corresponding uncertainty.
Also, if need be, Grubbs test according to@s& 1SO 5725-2 is used to eliminate outlying results
Given the usual character of results in the prasdeT, in great majority of case®nsensual
estimate of the reference valu&pris used. This can be calculated according to skstatstical
methods according to the algorithm given belowthis case the reference value on the page is
markedX = Xpr.

Where the provider considers it appropriate, iquaicases the reference value can be established
on the basis of the results from selected labaestavith a long history of reliable results, where
the probability of correct determination is highkr.these cases reference value in the table is
marked a = Xgre .
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n number of laboratories
pi number of assessmentdth laboratory
Yik result ok-th assessment in thieth laboratory
i€ {1,..n} laboratory index
k€ {1,..,p) assessment index in théh laboratory
i 1 ..
=y =—32F. Wi mean value of assessment i-th laboratory
n; ~k=1
- in 1 . .
y=K==x a1 Xy mean value of evaluation from all laboratories
1 —_ . ..
g — L ik — V)? variance iri-th laboratory
) 1 s . .
spr” = — i (xi — %)? value variance from all laboratories

5= Jﬁ Ei;l(_\q-k — ¥ )? selected standard deviation of individual labomaresults

Spp = Jp—ilzf’_ 1 (2 — X)* selected standard deviation of the data set fibm a

participating laboratories in PT

e .. . -
u=+2%.g determination uncertainty (repeatability)
5
[ .
U=+ i"/%f’ - Spr reference value uncertainty

Reference to the statistical methods used for thessessment of the reference value and its
uncertainty

- Arithmetic mean for elimination of outlying values by the Grubbs’ testaccording to
CSN ISO 5725-2.

- Robust method analysis based on median regred€idd (Montfort, M.A.J.von,
Commun. Soil. Sci. Plant. Anal. 27, 463-468 (1996)is method is employed whenever
the difference between AVG a MAD is above @;%mnd at the same time, the number of
laboratory means submitted is above 15.

- Horn’s procedures(J. Horn, J. Am. Stat. Assoc., Volume 78, Page(2983). Consensual
reference value, robust method suitable for a @malimber of accepted laboratory means.
It is being employed under the same conditiondyasMAD, only for a lower number of
accepted laboratory means, between 8 and 14. Waetievnumber of laboratories is equal
to or below 7 reference value is not assessedtavnatively only as an informative value.
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Commencement of

Evaluation algorithm:
evahation of the statiistic
dat: :set for thelemen( (o

oxide)

Input of the initial data set
of the laboratory means
e

fori =1 up.ton

Number of
participants
n=15

Grubbs's test for one o
two outliers acc. t»
CSN ISO 57252 outlying
values exclysion.

End of evaluation.
reference value:

X=XHornis either
only of informative

Calculationyaf the classia
meaan X stinmatera w the
stamdars exeniatica "tf thp
settser (outlierss are ot
included 01 niss
callculaition,. Robust method RobusiEHorn’s
arralysis based o procetuze
me:dian regressior Xrobust=XHORN :
MAD (Monfort) calcurdion value or ignored
Xiobust=XMAD SPT robustt completely.
calculation _
SPT_rrobust
[
e If s
<“‘"‘“°'-~. | Krobust—X I <0,5 *5pr WM.,«—"“>_
S o
T
Resultant reference
Resultant value
reference value, X=X robust:
X=X ;’ SPT = SPT_rcbusst
spT=SpT  }
{}

—

1 Enc )
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6.2 Performance evaluation

z-scoring is done both faubjective Zpr, i.e. calculated from the participants’ data sdewiation
SpT

Spr

andobjective Zn, based on the deviation given above derived froenrtorm g (if available),
where

If the sy deviation is not available, subjectizscoringZer is used to assess the performance of the
laboratory.

If the sy deviation is available, the objective-scoring Zn is usedto evaluate the performance
and the subjectivez-scoreZprhas only informative value. In a very limited numbécases, where

the variability of laboratory means was larger, shbjective z-scoring was applied as criterion for
individual elements.

Performance value dZ,| <2 is consideregsatisfactory"

Performance value d? <|Z, | <3 is consideregproblematic®

Performance value 4Z,|> 3 is consideredunsuitable”.

Problematic performance value calls for attention, unsuital@ggrmance calls for correction.
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7. PT evaluation results summary

Table 2
No of
Element X v T SN Iabglrgt?)fries Overall No of %ﬁé?cteotrrfas
[owt] [ [%ewt] [%wt] [%wt] |inthe data set| '2POTATONIES | rioria were
exceeded
C 1.138| 0.008 | 0.019] 0.027 26 31 4
Mn 0.932| 0.013 | 0.035/ 0.023 30 31 5
Si 0.767| 0.013 | 0.032] 0.029 27 29 5
P 0.0293] 0.0007 | 0.00170.0024 26 28 2
S 0.0094 0.0007 | 0.00210.0015 32 32 5
Cu 0.068| 0.002 | 0.005| 0.004 30 31 1
Cr 17.93 0.09 0.23| 0.19 30 30 2
Ni 0.145] 0.004 | 0.010] 0.011 32 32 0
Al 0.043| 0.002 | 0.005/ 0.004 24 24 1
Mo 1.086| 0.015 | 0.039] 0.034 28 28 2
W 0.034| 0.003 | 0.008] 0.004 25 25 1
Vv 0.142| 0.003 | 0.008[ 0.01d 29 30 1
Ti 0.033] 0.001 | 0.003[ 0.00§ 26 29 3
Co 0.041]| 0.001 | 0.003] 0.001 26 27 1
As 0.0043 0.0012 | 0.0017 10 11 1
Sn 0.02273 0.0012 | 0.002¢0.0018 22 22 3
B 0.0011] 0.0001 | 0.00020.0003 14 16 2
Ca |0.0028 5 5 0
N 0.061| 0.002 | 0.003] 0.004 19 21 2

X —reference value

U — reference value uncertainty

seT— data set standard deviation

sn— standard deviation according to the norm

8. Conclusion
The result dispersion is comparable to the previouads of PT. Names of participating

laboratories are stated in the Certificate of cloaanalysis. Reference material produced as the
result of PT 33/6A is nameSL-7A.



PT 33/6A-C
Results, statistical parameters and scoring

Vysledky, statistické parametry a scoring

Laboratory code

Kéd laborato

Oz(PT) WZ(N)

Fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
4 _
8 -
10 -
15 -
22 -
25 -
26 -
36 -
18* AES 0,971 0,995 0,970 0,981 0,977 0,979 0,013 -8,37 -5,89
38* AES 1,044 1,052 1,060 1,007 1,037 1,040 0,025 -5,16 -3,63
2* AES 1,047 1,035 1,043 1,066 1,060 1,050 0,016 -4,63 -3,26
31 AES 1,100 1,090 1,110 1,080 1,090 1,094 0,014 -2,32 -1,63
6 AES 1,111 1,104 1,100 1,091 1,099 1,101 0,009 -1,95 -1,37
3 IR 1,111 1,109 1,106 1,102 1,106 1,107 0,004 -1,63 -1,15
20 IR 1,115 1,118 1,113 1,122 1,120 1,118 0,005 -1,05 -0,74
33 IR 1,131 1,120 1,131 1,134 1,118 1,127 0,009 -0,58 -0,41
24 IR 1,122 1,132 1,135 1,134 1,129 1,130 0,006 -0,42 -0,30
30 IR 1,132 1,131 1,132 1,130 1,130 1,131 0,001 -0,37 -0,26
35 AES 1,131 1,136 1,125 1,130 1,141 1,132 0,007 -0,32 -0,22
40 IR 1,139 1,134 1,129 1,132 1,136 1,134 0,005 -0,21 -0,15
9 IR 1,136 1,133 1,136 1,134 1,138 1,135 0,002 -0,16 -0,11
17 IR 1,140 1,140 1,140 1,130 1,130 1,136 0,007 -0,11 -0,07
37 IR 1,141 1,138 1,140 1,131 1,133 1,137 0,005 -0,05 -0,04
34 IR 1,134 1,141 1,136 1,135 1,141 1,137 0,004 -0,05 -0,04
29 IR 1,130 1,140 1,140 1,140 1,140 1,138 0,006 0,00 0,00
14 AES 1,152 1,125 1,132 1,136 1,150 1,139 0,014 0,05 0,04
21 AES 1,150 1,150 1,130 1,140 1,130 1,140 0,012 0,11 0,07
13 IR 1,148 1,142 1,139 1,133 1,139 1,140 0,007 0,11 0,07
28 IR 1,144 1,141 1,139 1,140 1,138 1,140 0,003 0,11 0,07
23 AES 1,151 1,143 1,139 1,150 1,137 1,144 0,008 0,32 0,22
16 IR 1,138 1,149 1,157 1,156 1,127 1,145 0,016 0,37 0,26
11 IR 1,148 1,160 1,152 1,151 1,153 1,153 0,006 0,79 0,56
12 AES 1,173 1,136 1,152 1,153 1,154 1,154 0,016 0,84 0,59
32 AES 1,161 1,153 1,156 1,163 1,156 1,158 0,005 1,05 0,74
27 AES 1,170 1,150 1,160 1,160 1,170 1,162 0,010 1,26 0,89
5 AES 1,170 1,170 1,160 1,160 1,180 1,168 0,010 1,58 1,11
39 AES 1,173 1,191 1,205 1,177 1,168 1,183 0,019 2,37 1,67
19* AES 1,180 1,180 1,180 1,190 1,190 1,184 0,007 2,42 1,70
7* AES 1,177 1,254 1,275 1,224 1,264 1,239 0,049 5,32 3,74
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
26 1,138 0,019 0,027 0,008
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik
3,00
2,00 -
§ 1,00
’\.l 0,00 -+ MWFUD T o= o o &,J:._,J],J:h_,_[i
-1,00 +
-2,00 A
-3,00 -
18+ 38* 2* 31 6 3 20 33 24 30 35 40 9 17 37 34 29 14 21 13 28 23 16 11 12 32 27 5 39 19* 7*




PT 33/6A - Mn
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey
3 -
8 -
9 -
11 -
13 -
24 -
28 -
30 -
37 -
17* ICP 0,764 0,752 0,763 0,744 0,736 0,752 0,015 -5,14 -7,83
19 AES 0,833 0,835 0,835 0,839 0,833 0,835 0,003 -2,77 -4,22
12 AES 0,887 0,881 0,883 0,889 0,886 0,885 0,004 -1,34 -2,04
23 AES 0,896 0,895 0,891 0,898 0,894 0,895 0,003 -1,06 -1,61
38 AES 0,893 0,905 0,893 0,899 0,895 0,897 0,006 -1,00 -1,52
16 AES-mobil 0,899 0,899 0,899 0,899 0,899 0,899 0,000 -0,94 -1,43
2 AES 0,912 0,906 0,902 0,905 0,907 0,907 0,004 -0,71 -1,09
20 ICP 0,912 0,913 0,919 0,911 0,913 0,914 0,004 -0,51 -0,78
21 AES 0,919 0,918 0,914 0,915 0,911 0,915 0,004 -0,49 -0,74
31 AES 0,910 0,910 0,920 0,920 0,920 0,916 0,007 -0,46 -0,70
22 XRF 0,920 0,919 0,921 0,922 0,920 0,920 0,001 -0,34 -0,52
29 AES 0,915 0,928 0,920 0,925 0,921 0,922 0,006 -0,29 -0,43
14 AES 0,919 0,921 0,916 0,931 0,935 0,924 0,010 -0,23 -0,35
7 AES 0,936 0,925 0,922 0,912 0,931 0,925 0,011 -0,20 -0,30
40 AES 0,932 0,930 0,929 0,921 0,924 0,927 0,006 -0,14 -0,22
33 ICP 0,936 0,924 0,937 0,925 0,922 0,929 0,009 -0,09 -0,13
6 AES 0,933 0,933 0,932 0,931 0,926 0,931 0,004 -0,03 -0,04
34 AES 0,921 0,942 0,940 0,932 0,934 0,934 0,010 0,06 0,09
15 XRF 0,936 0,934 0,942 0,935 0,933 0,936 0,004 0,11 0,17
5 AES 0,935 0,938 0,934 0,940 0,944 0,938 0,005 0,17 0,26
25 ICP 0,944 0,938 0,935 0,938 0,941 0,939 0,004 0,20 0,30
36 XRF-mobil 0,947 0,938 0,950 0,943 0,923 0,940 0,013 0,23 0,35
10 XRF-mobil 0,933 0,955 0,958 0,951 0,946 0,949 0,012 0,49 0,74
35 AES 0,951 0,951 0,953 0,952 0,950 0,951 0,001 0,54 0,83
39 AES 0,952 0,948 0,957 0,961 0,952 0,954 0,006 0,63 0,96
18 AES 0,969 0,964 0,961 0,966 0,962 0,964 0,004 0,91 1,39
32 AES 0,966 0,962 0,963 0,966 0,969 0,965 0,003 0,94 1,43
26 XRF 0,967 0,967 0,966 0,964 0,971 0,967 0,003 1,00 1,52
27 AES 0,969 0,974 0,963 0,975 0,971 0,970 0,006 1,09 1,65
4 XRF 0,977 0,978 0,976 0,980 0,993 0,981 0,008 1,40 2,13
1 XRF 1,020 1,030 1,030 1,027 0,014 2,71 4,13
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
30 0,932 0,035 0,023 0,013

Z - score

Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U

3,00

2,00

= Py --=-atdidd

-2,00 A

-3,00 -

17* 19 12 23 38 16 2 20 21 31 22 29 14 7 40 33 6 34 15 5 25 36 10 35 39 18 32 26 27 4 1
Laboratory code Kéd laborato  fe

mZ(PT) MZ(N)




PT 33/6A - Si
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Kéd laborato

Oz(PT) mZ(N)

fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey
1 -
3 -
4 -
8 -
9 -
11 -
13 -
24 -
28 -
30 -
37 -
17* ICP 0,579 0,580 0,571 0,602 0,625 0,591 0,027 -5,50 -6,29
35 AES 0,688 0,687 0,689 0,689 0,690 0,689 0,001 -2,44 -2,79
36 XRF-mobil 0,698 0,712 0,675 0,711 0,696 0,699 0,019 -2,13 -2,43
10 XRF-mobil 0,752 0,725 0,730 0,754 0,740 0,740 0,016 -0,84 -0,96
7 AES 0,715 0,724 0,733 0,748 0,784 0,741 0,034 -0,81 -0,93
26 XRF 0,749 0,746 0,741 0,748 0,757 0,748 0,007 -0,59 -0,68
23 AES 0,756 0,752 0,748 0,748 0,744 0,750 0,006 -0,53 -0,61
6 AES 0,754 0,744 0,747 0,752 0,760 0,751 0,008 -0,50 -0,57
20 ICP 0,755 0,745 0,745 0,759 0,759 0,753 0,009 -0,44 -0,50
16 AES-mobil 0,755 0,754 0,751 0,752 0,756 0,754 0,003 -0,41 -0,46
34 AES 0,761 0,760 0,756 0,751 0,763 0,758 0,006 -0,28 -0,32
29 AES 0,757 0,760 0,756 0,753 0,764 0,758 0,005 -0,28 -0,32
33 ICP 0,744 0,767 0,734 0,786 0,763 0,759 0,025 -0,25 -0,29
32 AES 0,772 0,760 0,763 0,761 0,760 0,763 0,006 -0,13 -0,14
14 AES 0,766 0,758 0,759 0,763 0,768 0,763 0,005 -0,13 -0,14
15 XRF 0,777 0,755 0,759 0,779 0,783 0,771 0,016 0,13 0,14
22 XRF 0,771 0,772 0,770 0,769 0,773 0,771 0,002 0,13 0,14
25 ICP 0,782 0,771 0,778 0,774 0,778 0,776 0,005 0,28 0,32
31 AES 0,770 0,780 0,770 0,780 0,780 0,776 0,007 0,28 0,32
18 AES 0,777 0,778 0,776 0,776 0,776 0,777 0,001 0,31 0,36
40 AES 0,779 0,788 0,781 0,775 0,784 0,781 0,006 0,44 0,50
19 AES 0,785 0,780 0,782 0,790 0,783 0,784 0,005 0,53 0,61
12 AES 0,780 0,789 0,785 0,787 0,791 0,786 0,005 0,59 0,68
39 AES 0,803 0,775 0,793 0,797 0,782 0,790 0,014 0,72 0,82
21 AES 0,786 0,806 0,796 0,794 0,792 0,795 0,009 0,88 1,00
38 AES 0,841 0,799 0,792 0,796 0,809 0,807 0,025 1,25 1,43
27 AES 0,807 0,823 0,807 0,816 0,810 0,813 0,009 1,44 1,64
5 AES 0,840 0,841 0,847 0,851 0,846 0,845 0,006 2,44 2,79
2* AES 0,896 0,893 0,898 0,893 0,898 0,895 0,003 4,00 4,57
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
27 0,767 0,032 0,028 0,013
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00 A
S 100 J]j:[
[S]
2 000 | B mi
000 wwwww — \om om |00 O
-1,00 A
-2,00 +
-3,00 -
17* 35 36 10 7 26 23 6 20 16 34 29 33 32 14 15 22 25 31 18 40 19 12 39 21 38 27 5 2*




PT 33/6A-P
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Kéd laborato

Oz(PT) mZ(N)

Fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
3 -
4 -
8 -
9 -
10 -
11 -
13 -
28 -
30 -
36 -
37 -
18* AES 0,0179 0,0182 0,0185 0,0186 0,0186 0,0184 0,0004 -6,41 -4,54
19* AES 0,0195 0,0193 0,0195 0,0194 0,0196 0,0195 0,0001 -5,76 -4,08
39 AES 0,0250 0,0250 0,0260 0,0250 0,0240 0,0250 0,0009 -2,53 -1,79
2 AES 0,0260 0,0260 0,0260 0,0260 0,0260 0,0260 0,0000 -1,94 -1,38
7 AES 0,0275 0,0270 0,0271 0,0268 0,0260 0,0269 0,0007 -1,41 -1,00
24 ICP 0,0276 0,0269 0,0271 0,0268 0,0271 0,0271 0,0004 -1,29 -0,92
35 AES 0,0282 0,0280 0,0280 0,0277 0,0280 0,0280 0,0002 -0,76 -0,54
6 AES 0,0280 0,0280 0,0280 0,0280 0,0280 0,0280 0,0000 -0,76 -0,54
31 AES 0,0270 0,0280 0,0290 0,0280 0,0290 0,0282 0,0010 -0,65 -0,46
21 AES 0,0285 0,0294 0,0285 0,0290 0,0285 0,0288 0,0005 -0,29 -0,21
25 ICP 0,0286 0,0285 0,0288 0,0289 0,0295 0,0289 0,0005 -0,24 -0,17
16 AES-mobil 0,0297 0,0290 0,0287 0,0298 0,0295 0,0293 0,0006 0,00 0,00
40 AES 0,0294 0,0293 0,0298 0,0291 0,0291 0,0293 0,0004 0,00 0,00
5 AES 0,0308 0,0306 0,0295 0,0287 0,0286 0,0296 0,0013 0,18 0,13
26 XRF 0,0292 0,0299 0,0298 0,0294 0,0296 0,0296 0,0004 0,18 0,13
17 ICP 0,0306 0,0290 0,0308 0,0290 0,0290 0,0297 0,0012 0,24 0,17
14 AES 0,0302 0,0296 0,0288 0,0294 0,0309 0,0298 0,0010 0,29 0,21
29 AES 0,0302 0,0295 0,0298 0,0303 0,0292 0,0298 0,0006 0,29 0,21
34 AES 0,0275 0,0293 0,0317 0,0319 0,0288 0,0298 0,0024 0,29 0,21
15 XRF 0,0304 0,0302 0,0302 0,0298 0,0295 0,0300 0,0005 0,41 0,29
33 ICP 0,0278 0,0287 0,0319 0,0312 0,0304 0,0300 0,0021 0,41 0,29
22 XRF 0,0303 0,0302 0,0305 0,0303 0,0301 0,0303 0,0002 0,59 0,42
32 AES 0,0297 0,0307 0,0302 0,0308 0,0305 0,0304 0,0006 0,65 0,46
23 AES 0,0307 0,0305 0,0306 0,0301 0,0312 0,0306 0,0005 0,76 0,54
12 AES 0,0310 0,0310 0,0310 0,0310 0,0310 0,0310 0,0000 1,00 0,71
20 ICP 0,0316 0,0316 0,0317 0,0315 0,0310 0,0315 0,0003 1,29 0,92
38 AES 0,0330 0,0320 0,0310 0,0310 0,0320 0,0318 0,0010 1,47 1,04
27 AES 0,0328 0,0280 0,0349 0,0348 0,0318 0,0325 0,0035 1,88 1,33
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
26 0,0293 0,0017 0,0024 0,0007
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00
% 1,00 I:I i J:l
® 5.00 1 — = | Cm O mm&ﬂﬁ
N IH!TFTFFT'
-1,00 +
-2,00 A
-3,00 -
18* 19* 39 2 7 24 3% 6 31 21 25 16 40 5 26 17 14 29 34 15 33 22 32 23 12 20 38 27




PT 33/6A-S
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
4 _
8 -
10 -
25 -
26 -
30 -
36 -
17 IR 0,0053 0,0049 0,0048 0,0052 0,0050 0,0050 0,0003 -2,10 -2,93
23 AES 0,0060 0,0058 0,0058 0,0056 0,0058 0,0058 0,0002 -1,71 -2,40
24 IR 0,0067 0,0072 0,0073 0,0075 0,0071 0,0072 0,0004 -1,05 -1,47
3 IR 0,0078 0,0072 0,0075 0,0068 0,0070 0,0073 0,0005 -1,00 -1,40
7 AES 0,0075 0,0073 0,0078 0,0078 0,0066 0,0074 0,0006 -0,95 -1,33
33 IR 0,0071 0,0077 0,0076 0,0075 0,0075 0,0075 0,0003 -0,90 -1,27
29 IR 0,0081 0,0080 0,0077 0,0078 0,0085 0,0080 0,0004 -0,67 -0,93
37 IR 0,0080 0,0082 0,0080 0,0080 0,0083 0,0081 0,0002 -0,62 -0,87
28 IR 0,0085 0,0083 0,0084 0,0087 0,0083 0,0084 0,0002 -0,48 -0,67
34 IR 0,0084 0,0083 0,0085 0,0082 0,0085 0,0084 0,0001 -0,48 -0,67
39 AES 0,0078 0,0084 0,0089 0,0087 0,0082 0,0084 0,0005 -0,48 -0,67
9 IR 0,0087 0,0090 0,0086 0,0090 0,0093 0,0089 0,0003 -0,24 -0,33
16 IR 0,0091 0,0091 0,0089 0,0089 0,0088 0,0090 0,0002 -0,19 -0,27
13 IR 0,0087 0,0091 0,0094 0,0090 0,0093 0,0091 0,0003 -0,14 -0,20
11 IR 0,0090 0,0100 0,0100 0,0090 0,0090 0,0094 0,0007 0,00 0,00
14 AES 0,0086 0,0099 0,0096 0,0084 0,0105 0,0094 0,0011 0,00 0,00
12 AES 0,0100 0,0090 0,0090 0,0100 0,0100 0,0096 0,0007 0,10 0,13
38 AES 0,0100 0,0107 0,0085 0,0095 0,0100 0,0097 0,0010 0,14 0,20
6 AES 0,0096 0,0098 0,0098 0,0100 0,0100 0,0098 0,0002 0,19 0,27
15 XRF 0,0098 0,0101 0,0100 0,0096 0,0099 0,0099 0,0002 0,24 0,33
40 IR 0,0102 0,0092 0,0098 0,0106 0,0101 0,0100 0,0006 0,29 0,40
32 AES 0,0106 0,0101 0,0103 0,0097 0,0100 0,0101 0,0004 0,33 0,47
35 AES 0,0100 0,0103 0,0100 0,0103 0,0101 0,0101 0,0002 0,33 0,47
27 AES 0,0099 0,0105 0,0105 0,0097 0,0109 0,0103 0,0006 0,43 0,60
5 AES 0,0104 0,0113 0,0100 0,0100 0,0109 0,0105 0,0007 0,52 0,73
21 AES 0,0111 0,0109 0,0102 0,0105 0,0104 0,0106 0,0005 0,57 0,80
20 IR 0,0114 0,0113 0,0115 0,0114 0,0112 0,0114 0,0001 0,95 1,33
31 AES 0,0120 0,0130 0,0120 0,0110 0,0110 0,0118 0,0010 1,14 1,60
22 XRF 0,0120 0,0122 0,0120 0,0123 0,0122 0,0121 0,0002 1,29 1,80
19 AES 0,0130 0,0134 0,0131 0,0131 0,0131 0,0131 0,0002 1,76 2,47
18 AES 0,0136 0,0135 0,0135 0,0134 0,0134 0,0135 0,0001 1,95 2,73
2 AES 0,0145 0,0145 0,0135 0,0145 0,0145 0,0143 0,0006 2,33 3,27
n X= Xpt Spt SN U
[%] [%] [%] [%]
32 0,0094 0,0021 0,0015 0,0007
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00 A
% 1,00 |
‘{’ 0,00 - t-,‘,_,;-_,_:I”l:.”E.”E._,_E._,_E.,J:I,J:I,
S5 | LLE LR
-1,00 A
-2,00 A
-3,00 -

17 23 24 3

7 33 29 37 28

34 39 9

Laboratory code

Oz(PT) WZ(N)

16 13 11 14 12 38 ]
Kéd laborato  fe

6 15 40 32 35 27

5 21 20 31 22 19 18 2




PT 33/6A - Cu
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy

Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
3 -

4 _

8 -

9 -

11 -

13 -

28 -

30 -

37 -

16 AES-mobil 0,057 0,057 0,058 0,057 0,057 0,057 0,001 -2,20 -1,83
38 AES 0,060 0,058 0,057 0,058 0,058 0,058 0,001 -2,00 -1,67
27 AES 0,059 0,060 0,060 0,059 0,060 0,060 0,001 -1,60 -1,33
33 ICP 0,063 0,062 0,064 0,064 0,064 0,063 0,001 -1,00 -0,83
14 AES 0,063 0,065 0,065 0,065 0,064 0,064 0,001 -0,80 -0,67
17 ICP 0,067 0,065 0,066 0,063 0,063 0,065 0,002 -0,60 -0,50
26 XRF 0,066 0,066 0,064 0,065 0,065 0,065 0,001 -0,60 -0,50
23 AES 0,065 0,065 0,065 0,064 0,065 0,065 0,001 -0,60 -0,50
12 AES 0,064 0,065 0,065 0,066 0,066 0,065 0,001 -0,60 -0,50
35 AES 0,066 0,066 0,066 0,066 0,065 0,066 0,000 -0,40 -0,33
24 ICP 0,065 0,065 0,066 0,065 0,066 0,066 0,001 -0,40 -0,33
29 AES 0,065 0,066 0,066 0,065 0,067 0,066 0,001 -0,40 -0,33
7 AES 0,068 0,068 0,068 0,068 0,067 0,068 0,001 0,00 0,00
19 AES 0,068 0,069 0,068 0,069 0,068 0,068 0,001 0,00 0,00
15 XRF 0,067 0,067 0,068 0,068 0,068 0,068 0,001 0,00 0,00
40 AES 0,067 0,068 0,068 0,068 0,069 0,068 0,001 0,00 0,00
6 AES 0,068 0,069 0,069 0,070 0,069 0,069 0,001 0,20 0,17
25 ICP 0,070 0,070 0,070 0,070 0,070 0,070 0,000 0,40 0,33
31 AES 0,069 0,070 0,070 0,070 0,070 0,070 0,001 0,40 0,33
34 AES 0,072 0,072 0,071 0,070 0,070 0,071 0,001 0,60 0,50
5 AES 0,071 0,071 0,071 0,071 0,071 0,071 0,000 0,60 0,50
2 AES 0,072 0,072 0,073 0,072 0,073 0,072 0,001 0,80 0,67
22 XRF 0,072 0,072 0,072 0,072 0,072 0,072 0,000 0,80 0,67
39 AES 0,070 0,067 0,071 0,074 0,077 0,072 0,005 0,80 0,67
20 ICP 0,069 0,067 0,075 0,075 0,072 0,072 0,004 0,80 0,67
21 AES 0,073 0,074 0,074 0,073 0,073 0,073 0,001 1,00 0,83
18 AES 0,073 0,073 0,073 0,073 0,073 0,073 0,000 1,00 0,83
32 AES 0,075 0,075 0,075 0,075 0,075 0,075 0,000 1,40 1,17
1 XRF 0,076 0,075 0,076 0,076 0,001 1,60 1,33
10 XRF-mobil 0,077 0,078 0,080 0,079 0,077 0,078 0,002 2,00 1,67
36* XRF-mobil 0,151 0,148 0,151 0,147 0,155 0,150 0,004 16,40 13,67

* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr SN u
[%] [%] [%] [%]
30 0,068 0,005 0,006 0,002

Z - score

3,00
2,00
1,00
0,00
-1,00
-2,00

-3,00

Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U

== on /om0 | [

nninl
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16 38 27 33 14 17 26 23 12 35 24 29 7

Laboratory code
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PT 33/6A - Cr
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey
3 -
8 -
9 -
11 -
13 -
17 -
24 -
28 -
30 -
37 -
38 AES 17,19 17,55 17,60 17,39 17,46 17,44 0,20 -2,13 -2,58
31 AES 17,60 17,63 17,60 17,60 17,65 17,62 0,03 -1,35 -1,63
33 ICP 17,85 17,76 17,65 17,53 17,45 17,65 0,20 -1,22 -1,47
10 XRF-mobil 17,64 17,62 17,68 17,63 17,68 17,65 0,04 -1,22 -1,47
25 ICP 17,75 17,56 17,54 17,68 17,76 17,66 0,13 -1,17 -1,42
6 AES 17,65 17,65 17,73 17,74 17,71 17,70 0,05 -1,00 -1,21
39 AES 17,70 17,71 17,76 17,80 17,68 17,73 0,06 -0,87 -1,05
32 AES 17,69 17,80 17,67 17,75 17,73 17,73 0,06 -0,87 -1,05
4 XRF 17,61 17,80 17,75 17,76 17,92 17,77 0,14 -0,70 -0,84
34 AES 17,77 17,82 17,84 17,77 17,79 17,80 0,04 -0,57 -0,68
21 AES 17,79 17,81 17,80 17,81 17,89 17,82 0,05 -0,48 -0,58
40 AES 17,85 17,79 17,82 17,83 17,87 17,83 0,04 -0,43 -0,53
7 AES 17,44 17,88 17,84 17,97 18,20 17,87 0,34 -0,26 -0,32
5 AES 17,85 17,81 17,88 17,92 17,94 17,88 0,07 -0,22 -0,26
23 AES 17,85 17,88 17,90 17,98 17,95 17,91 0,07 -0,09 -0,11
29 AES 17,85 17,88 17,95 17,94 17,99 17,92 0,07 -0,04 -0,05
20 ICP 18,05 18,05 17,96 17,96 17,94 17,99 0,07 0,26 0,32
2 AES 18,02 17,92 18,04 18,03 18,08 18,02 0,07 0,39 0,47
16 XRF 18,07 17,99 17,95 18,05 18,15 18,04 0,10 0,48 0,58
22 XRF 18,04 18,05 18,03 18,04 18,06 18,04 0,01 0,48 0,58
36 XRF-mobil 18,06 18,06 18,05 18,09 18,08 18,07 0,02 0,61 0,74
12 AES 18,27 18,00 18,12 18,06 18,11 18,11 0,12 0,78 0,95
1 XRF 18,12 18,09 18,12 18,11 0,04 0,78 0,95
15 XRF 18,21 18,30 18,15 17,98 17,99 18,13 0,17 0,87 1,05
27 AES 18,15 18,15 18,13 18,11 18,12 18,13 0,02 0,87 1,05
14 AES 18,28 18,21 18,16 18,13 18,13 18,18 0,08 1,09 1,32
35 AES 18,21 18,18 18,14 18,19 18,16 18,18 0,04 1,09 1,32
26 XRF 18,18 18,20 18,12 18,21 18,36 18,21 0,11 1,22 1,47
18 AES 18,32 18,12 18,28 18,21 18,25 18,24 0,09 1,35 1,63
19 AES 18,32 18,29 18,46 18,49 18,54 18,42 0,14 2,13 2,58
n X= Xpt Spt SN U
[%] [%] [%] [%]
30 17,93 0,23 0,19 0,09
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik
3,00
2,00
adaaaddii
[S]
7]
b % [Ij[m]ﬂ[mwwu S—— .
-1,00 +
-2,00 +
-3,00

38 31 33 10 25

6 39 32 4

34 21 40 7 5

Laboratory code

23 29 20 2

16 22 36 12

Koéd laborato e

Oz(PT) mZ(N)

1

15 27 14 35 26 18 19




PT 33/6A - Ni
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey
3 -
8 -
9 -
11 -
13 -
28 -
30 -
37 -
35 AES 0,122 0,122 0,123 0,123 0,123 0,123 0,001 -2,20 -2,00
38 AES 0,128 0,123 0,122 0,124 0,123 0,124 0,003 -2,10 -1,91
27 AES 0,121 0,123 0,122 0,127 0,125 0,124 0,003 -2,10 -1,91
29 AES 0,128 0,126 0,131 0,125 0,128 0,128 0,003 -1,70 -1,55
21 AES 0,136 0,138 0,137 0,136 0,136 0,137 0,001 -0,80 -0,73
31 AES 0,143 0,146 0,136 0,135 0,131 0,138 0,008 -0,70 -0,64
17 ICP 0,140 0,136 0,141 0,137 0,136 0,138 0,003 -0,70 -0,64
4 XRF 0,137 0,139 0,137 0,135 0,141 0,138 0,003 -0,70 -0,64
39 AES 0,141 0,136 0,144 0,142 0,137 0,140 0,004 -0,50 -0,45
20 ICP 0,139 0,135 0,149 0,142 0,134 0,140 0,008 -0,50 -0,45
18 AES 0,141 0,141 0,142 0,141 0,141 0,141 0,001 -0,40 -0,36
19 AES 0,145 0,145 0,145 0,144 0,145 0,145 0,001 0,00 0,00
34 AES 0,144 0,145 0,144 0,146 0,145 0,145 0,001 0,00 0,00
25 ICP 0,146 0,145 0,146 0,149 0,145 0,146 0,002 0,10 0,09
16 AES-mobil 0,147 0,147 0,149 0,146 0,148 0,147 0,001 0,20 0,18
24 ICP 0,147 0,146 0,147 0,149 0,147 0,147 0,002 0,20 0,18
7 AES 0,145 0,148 0,148 0,147 0,147 0,147 0,002 0,20 0,18
22 XRF 0,149 0,148 0,147 0,149 0,148 0,148 0,001 0,30 0,27
23 AES 0,150 0,149 0,148 0,148 0,149 0,149 0,001 0,40 0,36
36 XRF-mobil 0,150 0,153 0,144 0,152 0,149 0,149 0,004 0,40 0,36
2 AES 0,149 0,149 0,150 0,149 0,150 0,149 0,001 0,40 0,36
10 XRF-mobil 0,150 0,151 0,150 0,149 0,150 0,150 0,001 0,50 0,45
32 AES 0,155 0,150 0,149 0,150 0,150 0,151 0,003 0,60 0,55
26 XRF 0,150 0,152 0,152 0,151 0,151 0,151 0,001 0,60 0,55
12 AES 0,151 0,151 0,154 0,151 0,151 0,152 0,002 0,70 0,64
1 XRF 0,142 0,156 0,157 0,152 0,021 0,70 0,64
33 ICP 0,158 0,159 0,153 0,154 0,143 0,153 0,008 0,80 0,73
6 AES 0,148 0,153 0,153 0,156 0,156 0,153 0,004 0,80 0,73
14 AES 0,155 0,152 0,155 0,155 0,154 0,154 0,002 0,90 0,82
40 AES 0,154 0,153 0,154 0,155 0,155 0,154 0,001 0,90 0,82
15 XRF 0,161 0,160 0,163 0,163 0,162 0,162 0,002 1,70 1,55
5 AES 0,160 0,161 0,160 0,163 0,165 0,162 0,003 1,70 1,55
n X = XpT SPT SN U
[%] [%] [%] [%]
32 0,145 0,010 0,011 0,004
Participant's Z - score distribution
Rozdéleni Z - score G ¢astnik 0
3,00
2,00
% 1,00 -
% 000 | ~||om e, o /o o | [
N [I[ITITIUUUT'
-1,00
-2,00 -+
-3,00
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Laboratory code
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PT 33/6A - Al
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Oz(PT) mZ(N)

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
3 -
4 -
8 -
9 -
10 -
11 -
13 -
15 -
22 -
28 -
30 -
33 -
34 -
36 -
37 -
40 AES 0,029 0,030 0,031 0,032 0,031 0,031 0,001 -2,40 -2,00
16 AES-mobil 0,032 0,032 0,031 0,032 0,033 0,032 0,001 -2,20 -1,83
7 AES 0,037 0,038 0,037 0,039 0,040 0,038 0,001 -1,00 -0,83
21 AES 0,044 0,039 0,040 0,036 0,042 0,040 0,004 -0,60 -0,50
23 AES 0,040 0,040 0,040 0,039 0,040 0,040 0,001 -0,60 -0,50
31 AES 0,039 0,040 0,039 0,040 0,042 0,040 0,002 -0,60 -0,50
2 AES 0,042 0,041 0,042 0,041 0,041 0,041 0,001 -0,40 -0,33
12 AES 0,040 0,041 0,041 0,040 0,041 0,041 0,001 -0,40 -0,33
32 AES 0,043 0,041 0,041 0,041 0,042 0,042 0,001 -0,20 -0,17
24 ICP 0,042 0,042 0,042 0,041 0,042 0,042 0,000 -0,20 -0,17
35 AES 0,042 0,043 0,042 0,043 0,043 0,042 0,000 -0,20 -0,17
39 AES 0,040 0,038 0,043 0,051 0,038 0,042 0,007 -0,20 -0,17
29 AES 0,044 0,043 0,043 0,043 0,043 0,043 0,001 0,00 0,00
6 AES 0,042 0,042 0,043 0,044 0,043 0,043 0,001 0,00 0,00
25 ICP 0,044 0,044 0,043 0,044 0,044 0,044 0,000 0,20 0,17
38 AES 0,047 0,045 0,043 0,045 0,045 0,045 0,002 0,40 0,33
19 AES 0,045 0,045 0,045 0,046 0,045 0,045 0,001 0,40 0,33
14 AES 0,046 0,048 0,045 0,045 0,046 0,046 0,002 0,60 0,50
27 AES 0,046 0,047 0,046 0,046 0,047 0,046 0,001 0,60 0,50
18 AES 0,047 0,047 0,047 0,047 0,047 0,047 0,000 0,80 0,67
5 AES 0,045 0,050 0,046 0,047 0,047 0,047 0,002 0,80 0,67
17 ICP 0,050 0,048 0,051 0,049 0,048 0,049 0,002 1,20 1,00
20 ICP 0,044 0,049 0,050 0,048 0,052 0,049 0,004 1,20 1,00
26 XRF 0,056 0,055 0,054 0,056 0,059 0,056 0,002 2,60 2,17
n X= Xpt Spt SN U
[%] [%] [%] [%]
24 0,043 0,005 0,006 0,002
Participant's Z - score distribution
Rozdéleni Z - score G éastnik G
3,00
2,00
S 100 |
o
% oo | O e o om om I On ([ [0
-1,00 +
-2,00
-3,00
40 16 7 21 23 31 2 12 32 24 35 39 29 6 25 38 19 14 27 18 5 17 20 26
Laboratory code Kéd laborato  fe




PT 33/6A - Mo
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Kéd laborato

Oz(PT) mZ(N)

fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey
3 -
8 -
9 -
11 -
13 -
17 -
20 -
24 -
28 -
30 -
31 -
37 -
33 ICP 1,019 1,016 1,014 1,012 0,995 1,011 0,012 -1,92 -2,08
38 AES 1,017 1,014 1,040 0,997 1,016 1,017 0,019 -1,77 -1,92
2 AES 1,031 1,020 1,017 1,030 1,027 1,025 0,008 -1,56 -1,69
32 AES 1,050 1,054 1,040 1,056 1,044 1,049 0,008 -0,95 -1,03
35 AES 1,055 1,060 1,053 1,048 1,046 1,052 0,007 -0,87 -0,94
40 AES 1,050 1,037 1,056 1,056 1,060 1,052 0,011 -0,87 -0,94
25 ICP 1,057 1,052 1,052 1,053 1,057 1,054 0,003 -0,82 -0,89
29 AES 1,052 1,050 1,057 1,053 1,062 1,055 0,006 -0,79 -0,86
18 AES 1,050 1,070 1,050 1,060 1,050 1,056 0,011 -0,77 -0,83
5 AES 1,070 1,080 1,060 1,060 1,060 1,066 0,011 -0,51 -0,56
36 XRF-mobil 1,078 1,078 1,071 1,082 1,076 1,077 0,005 -0,23 -0,25
7 AES 1,064 1,100 1,093 1,062 1,085 1,081 0,021 -0,13 -0,14
19 AES 1,080 1,080 1,080 1,080 1,090 1,082 0,006 -0,10 -0,11
39 AES 1,083 1,085 1,098 1,087 1,075 1,086 0,010 0,00 0,00
6 AES 1,116 1,100 1,089 1,100 1,091 1,099 0,013 0,33 0,36
22 XRF 1,103 1,101 1,100 1,101 1,102 1,101 0,001 0,38 0,42
10 XRF-mobil 1,102 1,103 1,102 1,103 1,102 1,102 0,001 0,41 0,44
23 AES 1,108 1,101 1,101 1,099 1,112 1,104 0,007 0,46 0,50
34 AES 1,104 1,111 1,107 1,107 1,095 1,105 0,007 0,49 0,53
21 AES 1,099 1,109 1,109 1,109 1,109 1,107 0,006 0,54 0,58
12 AES 1,131 1,099 1,116 1,119 1,117 1,116 0,014 0,77 0,83
26 XRF 1,113 1,120 1,116 1,116 1,119 1,117 0,004 0,79 0,86
15 XRF 1,129 1,118 1,119 1,113 1,115 1,119 0,008 0,85 0,92
14 AES 1,116 1,121 1,118 1,115 1,126 1,119 0,006 0,85 0,92
16 XRF 1,119 1,123 1,125 1,118 1,120 1,121 0,004 0,90 0,97
4 XRF 1,143 1,114 1,142 1,135 1,105 1,128 0,021 1,08 1,17
27 AES 1,150 1,160 1,160 1,150 1,130 1,150 0,015 1,64 1,78
1 XRF 1,173 1,163 1,167 1,168 0,013 2,10 2,28
n X= Xpt Spt SN U
[%] [%] [%] [%]
28 1,086 0,039 0,036 0,015
Participant's Z - score distribution
Rozdéleni Z - score G ¢astnik 0
3,00
2,00 A
£ 100 | J]_Il
o
? 000 | mwt. | Jlﬂ_ﬂmm
N
L
-2,00 +
-3,00
33 38 2 32 35 40 25 29 18 5 36 7 19 39 6 22 10 23 34 21 12 26 15 14 16 4 27 1




PT 33/6A-W
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Kéd laborato

Oz(PT) mZ(N)

fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
3 -
4 -
8 -
9 -
11 -
13 -
21 -
22 -
25 -
28 -
30 -
34 -
36 -
37 -
40 -
17 ICP 0,022 0,020 0,020 0,022 0,022 0,021 0,001 -1,63 -1,44
6 AES 0,023 0,023 0,023 0,023 0,023 0,023 0,000 -1,38 -1,22
18 AES 0,026 0,026 0,026 0,026 0,026 0,026 0,000 -1,00 -0,89
7 AES 0,029 0,029 0,029 0,029 0,029 0,029 0,000 -0,63 -0,56
20 ICP 0,029 0,028 0,029 0,029 0,028 0,029 0,001 -0,63 -0,56
16 AES-mobil 0,028 0,028 0,030 0,031 0,030 0,029 0,002 -0,63 -0,56
1 XRF 0,034 0,031 0,025 0,030 0,011 -0,50 -0,44
24 ICP 0,030 0,030 0,030 0,030 0,030 0,030 0,000 -0,50 -0,44
27 AES 0,030 0,030 0,029 0,030 0,029 0,030 0,001 -0,50 -0,44
12 AES 0,030 0,030 0,030 0,030 0,030 0,030 0,000 -0,50 -0,44
19 AES 0,031 0,031 0,031 0,031 0,031 0,031 0,000 -0,38 -0,33
29 AES 0,033 0,033 0,034 0,032 0,033 0,033 0,001 -0,13 -0,11
2 AES 0,033 0,032 0,033 0,033 0,033 0,033 0,001 -0,13 -0,11
10 XRF-mobil 0,032 0,033 0,035 0,035 0,033 0,034 0,002 0,00 0,00
14 AES 0,037 0,035 0,034 0,034 0,035 0,035 0,002 0,13 0,11
5 AES 0,035 0,035 0,034 0,035 0,036 0,035 0,001 0,13 0,11
15 XRF 0,036 0,036 0,036 0,037 0,036 0,036 0,001 0,25 0,22
32 AES 0,036 0,037 0,036 0,035 0,035 0,036 0,001 0,25 0,22
33 ICP 0,038 0,036 0,036 0,038 0,038 0,037 0,001 0,37 0,33
26 XRF 0,036 0,036 0,039 0,040 0,037 0,038 0,002 0,50 0,44
35 AES 0,039 0,041 0,042 0,040 0,038 0,040 0,002 0,75 0,67
38 AES 0,054 0,040 0,037 0,043 0,044 0,044 0,008 1,25 1,11
23 AES 0,048 0,047 0,046 0,048 0,047 0,047 0,001 1,63 1,44
31 AES 0,048 0,049 0,048 0,050 0,047 0,048 0,001 1,75 1,56
39 AES 0,060 0,066 0,049 0,051 0,055 0,056 0,009 2,75 2,44
n X:XPT Spt SN U
[%] [%] [%] [%]
25 0,034 0,008 0,009 0,003
Participant's Z - score distribution
Rozdéleni Z - score G éastnik t
3,00
2,00 +
§ e J:-_,_E._,_E._ﬂﬂﬂ
il e | o | O
000 8OO
-1,00 -+
-2,00
-3,00
17 6 18 7 20 16 1 24 27 12 19 2 10 14 5 15 32 33 26 35 38 23 31 39




PT 33/6A -V
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kod Metoda 1. 2. 3. 4. 5. average | repeatability | Z-scorepr| Z-scorey

3

8

9

11

13

17

28

30

36

37

1* XRF 0,104 0,092 0,104 0,100 0,017 -5,25 -4,20
20 ICP 0,126 0,125 0,125 0,126 0,125 0,125 0,001 -2,13 -1,70
4 XRF 0,125 0,127 0,127 0,127 0,127 0,127 0,001 -1,88 -1,50
2 AES 0,130 0,129 0,128 0,128 0,131 0,129 0,001 -1,63 -1,30
33 ICP 0,129 0,131 0,128 0,127 0,129 0,129 0,002 -1,63 -1,30
39 AES 0,137 0,135 0,140 0,138 0,136 0,137 0,002 -0,62 -0,50
7 AES 0,135 0,138 0,137 0,137 0,138 0,137 0,002 -0,62 -0,50
21 AES 0,140 0,138 0,138 0,137 0,137 0,138 0,002 -0,50 -0,40
23 AES 0,142 0,139 0,137 0,140 0,139 0,139 0,002 -0,37 -0,30
24 ICP 0,139 0,139 0,139 0,139 0,140 0,139 0,000 -0,37 -0,30
14 AES 0,141 0,142 0,140 0,139 0,139 0,140 0,002 -0,25 -0,20
31 AES 0,141 0,141 0,140 0,140 0,140 0,140 0,001 -0,25 -0,20
38 AES 0,142 0,142 0,143 0,139 0,140 0,141 0,002 -0,13 -0,10
34 AES 0,144 0,144 0,146 0,137 0,140 0,142 0,005 0,00 0,00
15 XRF 0,144 0,142 0,142 0,140 0,140 0,142 0,002 0,00 0,00
19 AES 0,142 0,141 0,142 0,143 0,144 0,142 0,001 0,00 0,00
22 XRF 0,145 0,143 0,142 0,144 0,142 0,143 0,002 0,13 0,10
25 ICP 0,144 0,143 0,143 0,143 0,144 0,143 0,001 0,13 0,10
18 AES 0,142 0,144 0,144 0,143 0,143 0,143 0,001 0,13 0,10
12 AES 0,145 0,142 0,144 0,144 0,143 0,144 0,001 0,25 0,20
40 AES 0,145 0,145 0,145 0,144 0,143 0,144 0,001 0,25 0,20
35 AES 0,145 0,144 0,144 0,145 0,145 0,145 0,001 0,38 0,30
27 AES 0,146 0,147 0,146 0,146 0,143 0,146 0,002 0,50 0,40
6 AES 0,149 0,147 0,146 0,147 0,146 0,147 0,002 0,63 0,50
26 XRF 0,151 0,150 0,149 0,149 0,154 0,150 0,003 1,00 0,80
29 AES 0,150 0,149 0,153 0,151 0,151 0,151 0,002 1,13 0,90
16 AES-mobil 0,153 0,154 0,150 0,152 0,153 0,152 0,002 1,25 1,00
32 AES 0,155 0,153 0,153 0,153 0,152 0,153 0,001 1,38 1,10
10 XRF-mobil 0,155 0,152 0,153 0,157 0,152 0,154 0,003 1,50 1,20
5 AES 0,157 0,156 0,160 0,153 0,153 0,156 0,004 1,75 1,40

* - result excluded as outlier - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
29 0,142 0,008 0,010 0,003

Z - score

3,00
2,00
1,00
0,00
-1,00
-2,00

-3,00

Participant's Z - score distribution

Rozdéleni Z - score G éastnik t

1%

MUTI

20 4 2 33 39

7

21 23 24 14 31 38 34 15 19 22 25 18 12 40 35 27 6 26

Laboratory code

Kéd laborato

Oz(PT) mZ(N)

Fe

29 16 32 10 5




PT 33/6A - Ti
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Koéd laborato e

@Z(PT) MZ(N)

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
3 -
4 _
8 -
9 -
11 -
13 -
28 -
30 -
37 -
39 -
40 -
23* AES 0,018 0,017 0,017 0,017 0,018 0,017 0,001 -5,33 -3,20
38 AES 0,028 0,026 0,026 0,027 0,027 0,027 0,001 -2,00 -1,20
5 AES 0,028 0,029 0,027 0,028 0,027 0,028 0,001 -1,67 -1,00
14 AES 0,029 0,029 0,028 0,030 0,029 0,029 0,001 -1,33 -0,80
15 XRF 0,029 0,029 0,028 0,028 0,030 0,029 0,001 -1,33 -0,80
24 ICP 0,030 0,030 0,030 0,030 0,030 0,030 0,000 -1,00 -0,60
21 AES 0,031 0,031 0,031 0,030 0,031 0,031 0,001 -0,67 -0,40
25 ICP 0,031 0,031 0,031 0,031 0,031 0,031 0,000 -0,67 -0,40
12 AES 0,031 0,031 0,031 0,031 0,031 0,031 0,000 -0,67 -0,40
33 ICP 0,029 0,032 0,030 0,032 0,031 0,031 0,002 -0,67 -0,40
34 AES 0,034 0,032 0,032 0,032 0,031 0,032 0,001 -0,33 -0,20
29 AES 0,031 0,032 0,033 0,032 0,032 0,032 0,001 -0,33 -0,20
6 AES 0,034 0,032 0,034 0,034 0,033 0,033 0,001 0,00 0,00
32 AES 0,034 0,033 0,033 0,034 0,033 0,033 0,001 0,00 0,00
17 ICP 0,032 0,035 0,034 0,033 0,033 0,033 0,001 0,00 0,00
2 AES 0,033 0,034 0,034 0,033 0,034 0,034 0,001 0,33 0,20
20 ICP 0,033 0,032 0,035 0,035 0,033 0,034 0,002 0,33 0,20
7 AES 0,036 0,035 0,034 0,035 0,032 0,035 0,002 0,67 0,40
22 XRF 0,036 0,035 0,034 0,036 0,035 0,035 0,001 0,67 0,40
27 AES 0,036 0,038 0,034 0,035 0,033 0,035 0,002 0,67 0,40
16 AES-mobil 0,035 0,036 0,035 0,035 0,034 0,035 0,001 0,67 0,40
19 AES 0,034 0,035 0,034 0,036 0,035 0,035 0,001 0,67 0,40
10 XRF-mobil 0,034 0,034 0,035 0,035 0,035 0,035 0,001 0,67 0,40
26 XRF 0,037 0,037 0,036 0,036 0,038 0,037 0,001 1,33 0,80
18 AES 0,037 0,039 0,038 0,037 0,039 0,038 0,001 1,67 1,00
31 AES 0,040 0,039 0,039 0,039 0,039 0,039 0,001 2,00 1,20
35 AES 0,039 0,039 0,040 0,039 0,039 0,039 0,000 2,00 1,20
1* XRF 0,040 0,056 0,041 0,046 0,022 4,33 2,60
36* XRF-mobil 0,067 0,064 0,064 0,067 0,066 0,065 0,002 10,67 6,40
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
26 0,033 0,003 0,005 0,001
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00
£ 100
o
% 000 - r#ﬂlﬁﬁiﬂﬂlﬂ
J .3 el
-1,00 +
-2,00 +
-3,00 -
23* 38 5 14 15 24 21 25 12 33 34 29 6 32 17 2 20 7 22 27 16 19 10 26 18 31 35 1* 36*




PT 33/6A - Co

Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
3 -
4 -
8 -
9 -
10 -
11 -
13 -
28 -
30 -
36 -
37 -
39 -
31 AES 0,039 0,040 0,036 0,032 0,034 0,036 0,004 -1,67 -1,00
5 AES 0,036 0,036 0,035 0,036 0,036 0,036 0,001 -1,67 -1,00
32 AES 0,035 0,035 0,036 0,036 0,036 0,036 0,001 -1,67 -1,00
7 AES 0,037 0,038 0,038 0,037 0,036 0,037 0,001 -1,33 -0,80
16 AES-mobil 0,037 0,037 0,038 0,038 0,037 0,037 0,001 -1,33 -0,80
35 AES 0,040 0,039 0,040 0,040 0,039 0,039 0,000 -0,67 -0,40
15 XRF 0,039 0,039 0,038 0,039 0,040 0,039 0,001 -0,67 -0,40
33 ICP 0,039 0,038 0,039 0,038 0,039 0,039 0,001 -0,67 -0,40
27 AES 0,039 0,039 0,039 0,039 0,040 0,039 0,001 -0,67 -0,40
14 AES 0,040 0,039 0,040 0,040 0,040 0,040 0,001 -0,33 -0,20
17 ICP 0,042 0,041 0,040 0,041 0,040 0,041 0,001 0,00 0,00
12 AES 0,041 0,041 0,041 0,041 0,041 0,041 0,000 0,00 0,00
40 AES 0,041 0,042 0,041 0,041 0,042 0,041 0,001 0,00 0,00
6 AES 0,037 0,040 0,042 0,043 0,041 0,041 0,003 0,00 0,00
34 AES 0,043 0,042 0,041 0,041 0,042 0,042 0,001 0,33 0,20
19 AES 0,042 0,042 0,041 0,041 0,042 0,042 0,001 0,33 0,20
22 XRF 0,041 0,042 0,043 0,041 0,041 0,042 0,001 0,33 0,20
25 ICP 0,044 0,043 0,043 0,043 0,043 0,043 0,000 0,67 0,40
26 XRF 0,043 0,042 0,044 0,043 0,042 0,043 0,001 0,67 0,40
24 ICP 0,043 0,043 0,043 0,044 0,043 0,043 0,000 0,67 0,40
20 ICP 0,042 0,043 0,042 0,043 0,043 0,043 0,001 0,67 0,40
18 AES 0,044 0,044 0,044 0,044 0,044 0,044 0,000 1,00 0,60
23 AES 0,043 0,044 0,044 0,043 0,044 0,044 0,001 1,00 0,60
21 AES 0,045 0,044 0,045 0,046 0,045 0,045 0,001 1,33 0,80
29 AES 0,045 0,045 0,045 0,046 0,045 0,045 0,001 1,33 0,80
38 AES 0,045 0,044 0,044 0,045 0,045 0,045 0,001 1,33 0,80
2* AES 0,056 0,055 0,055 0,056 0,056 0,056 0,001 5,00 3,00
* - result excluded as outlier - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
26 0,041 0,003 0,005 0,001
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00 A
£ 1,00 |
2 000 | - O | i | e | [ | [ [ (|
N WFF
-1,00 A
-2,00 A
-3,00
38T 5 32 7 16 35 15 33 27 14 17 12 40 6 34 19 22 25 26 24 20 18 23 21 29 38 2

Laboratory code

Dz(PT) WZ(N)

Kod laborato Fe




PT 33/6A - As
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code

Method

Individual results % [wt. %], Jednotlivé vysledky [hm. %] X [%]

u [%]

Zpr

Kod

Metoda

2. 3. 4., 5. average

repeatability

Z-Score pr

AES

0,0021

0,0027 0,0020 0,0012 0,0014

0,0019

0,0007

-1,41

ICP

0,0028

0,0029 0,0025 0,0032 0,0038

0,0030

0,0006

-0,76

AES-mobil

0,0035

0,0029 0,0028 0,0030 0,0034

0,0031

0,0004

-0,71

ICP

0,0031

0,0032 0,0032 0,0031 0,0030

0,0031

0,0001

-0,71

AES

0,0034

0,0039 0,0039 0,0042 0,0040

0,0039

0,0004

-0,24

AES

0,0042

0,0041 0,0036 0,0038 0,0041

0,0040

0,0003

-0,18

AES

0,0052

0,0046 0,0051 0,0052 0,0050

0,0050

0,0003

0,41

AES

0,0053

0,0067 0,0066 0,0031 0,0049

0,0053

0,0018

0,59

AES

0,0062

0,0061 0,0061 0,0058 0,0059

0,0060

0,0002

1,00

AES

0,0080

0,0070 0,0080 0,0070 0,0070

0,0074

0,0007

1,82

AES

0,0101

0,0124 0,0110 0,0117 0,0132

0,0117

0,0015

4,35

* - result excluded as outlier

* - vysledek vylou€en jako odlehly

n X = Xpr Spr SN U
[%] [%] [%0] (0]
10 0,0043 0,0017 0,0012
Participant's Z - score distribution
Rozdéleni Z - score G ¢astnik G
3,00
2,00 ——
(0]
5 1,00
% 000 1 —_— — - [ I:l
N [0 O O R
-1,00 +
2,00
-3,00
14 33 16 24 29 38 6 7 35 12 5*
Laboratory code Kéd laborato  fe




PT 33/6A - Sn

Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Oz(PT) mZ(N)

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
3 -
4 -
8 -
9 -
10 -
11 -
13 -
15 -
20 -
21 -
22 -
28 -
30 -
36 -
37 -
38 -
39 -
40 -
35 AES 0,0169 0,0167 0,0171 0,0177 0,0163 0,0169 0,0006 -2,04 -2,94
32 AES 0,0174 0,0177 0,0176 0,0176 0,0175 0,0176 0,0001 -1,77 -2,56
27 AES 0,0191 0,0178 0,0185 0,0197 0,0196 0,0189 0,0010 -1,27 -1,83
14 AES 0,0194 0,0187 0,0186 0,0193 0,0190 0,0190 0,0004 -1,23 -1,78
33 ICP 0,0170 0,0169 0,0179 0,0220 0,0218 0,0191 0,0032 -1,19 -1,72
26 XRF 0,0207 0,0207 0,0205 0,0206 0,0191 0,0203 0,0009 -0,73 -1,06
2 AES 0,0200 0,0210 0,0210 0,0210 0,0210 0,0208 0,0006 -0,54 -0,78
25 ICP 0,0219 0,0216 0,0217 0,0220 0,0221 0,0219 0,0003 -0,12 -0,17
6 AES 0,0220 0,0220 0,0230 0,0220 0,0220 0,0222 0,0006 0,00 0,00
24 ICP 0,0224 0,0224 0,0227 0,0228 0,0226 0,0226 0,0002 0,15 0,22
17 ICP 0,0238 0,0228 0,0218 0,0228 0,0228 0,0228 0,0009 0,23 0,33
19 AES 0,0232 0,0228 0,0225 0,0228 0,0232 0,0229 0,0004 0,27 0,39
31 AES 0,0230 0,0230 0,0230 0,0230 0,0230 0,0230 0,0000 0,31 0,44
5 AES 0,0230 0,0235 0,0232 0,0236 0,0233 0,0233 0,0003 0,42 0,61
1 XRF 0,0220 0,0270 0,0210 0,0233 0,0080 0,42 0,61
29 AES 0,0239 0,0235 0,0244 0,0238 0,0241 0,0239 0,0004 0,65 0,94
12 AES 0,0250 0,0240 0,0240 0,0240 0,0240 0,0242 0,0006 0,77 1,11
7 AES 0,0249 0,0245 0,0248 0,0244 0,0240 0,0245 0,0004 0,88 1,28
16 AES-mobil 0,0240 0,0248 0,0250 0,0244 0,0245 0,0245 0,0005 0,88 1,28
23 AES 0,0247 0,0249 0,0248 0,0248 0,0247 0,0248 0,0001 1,00 1,44
34 AES 0,0250 0,0254 0,0252 0,0247 0,0254 0,0251 0,0004 1,12 1,61
18 AES 0,0265 0,0261 0,0269 0,0264 0,0267 0,0265 0,0004 1,65 2,39
n X:XPT Spt SN U
[%] [%] [%] [%]
22 0,0222 0,0026 0,0018 0,0012
Participant's Z - score distribution
Rozdéleni Z - score G éastnik G
3,00
2,00 A
adddd
© 0,00 A <=-_,—,_|:->J:.>J:.>J:._,_E._,_E.>
1 LERRRS
-1,00 +
-2,00
-3,00 -
35 32 27 14 33 26 2 25 6 24 17 19 31 5 1 29 12 7 16 23 34 18
Laboratory code Kéd laborato  fe




PT 33/6A-B
Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Koéd laborato fe

Dz(PT) WZ(N)

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
2 -
3 -
4 _
8 -
9 -
10 -
11 -
13 -
15 -
17 -
20 -
21 -
22 -
25 -
26 -
27 -
28 -
30 -
31 -
33 -
36 -
37 -
39 -
32 AES 0,0008 0,0008 0,0007 0,0007 0,0008 0,0008 0,0001 -1,50 -1,00
24 ICP 0,0011 0,0010 0,0010 0,0010 0,0010 0,0010 0,0001 -0,50 -0,33
14 AES 0,0011 0,0009 0,0009 0,0008 0,0013 0,0010 0,0002 -0,50 -0,33
19 AES 0,0010 0,0010 0,0010 0,0010 0,0010 0,0010 0,0000 -0,50 -0,33
34 AES 0,0009 0,0010 0,0010 0,0010 0,0010 0,0010 0,0001 -0,50 -0,33
12 AES 0,0011 0,0011 0,0011 0,0011 0,0011 0,0011 0,0000 0,00 0,00
35 AES 0,0011 0,0011 0,0011 0,0011 0,0011 0,0011 0,0000 0,00 0,00
7 AES 0,0013 0,0012 0,0012 0,0012 0,0012 0,0012 0,0001 0,50 0,33
38 AES 0,0012 0,0012 0,0011 0,0012 0,0011 0,0012 0,0001 0,50 0,33
40 AES 0,0012 0,0012 0,0012 0,0012 0,0012 0,0012 0,0000 0,50 0,33
29 AES 0,0012 0,0012 0,0012 0,0012 0,0012 0,0012 0,0000 0,50 0,33
16 AES-mobil 0,0011 0,0012 0,0012 0,0012 0,0011 0,0012 0,0001 0,50 0,33
6 AES 0,0013 0,0013 0,0014 0,0013 0,0013 0,0013 0,0001 1,00 0,67
5 AES 0,0012 0,0014 0,0014 0,0017 0,0017 0,0015 0,0003 2,00 1,33
18* AES 0,0018 0,0018 0,0018 0,0018 0,0018 0,0018 0,0000 3,50 2,33
23* AES 0,0018 0,0018 0,0018 0,0018 0,0018 0,0018 0,0000 3,50 2,33
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X= Xpt Spt SN U
[%] ] %) [%]
14 0,0011 0,0002 0,0003 0,0001
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00 A
% 1,00 -
3 500 | e O | O | e o= | O
N Hﬁw =
-1,00 +
-2,00 A
-3,00
32 24 14 19 34 12 35 38 40 29 16 6 18* 23*




PT 33/6A - Ca

Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Code

Method

Individual results % [wt. %], Jednotlivé

Thm. %]

X [%]

u [%]

Kod

Metoda

1. 2.

3.

vysledky
4.

5.

average

repeatability

AES

0,0024 0,0023

0,0024

0,0022

0,0023

0,0023

0,0001

AES

0,0028 0,0022

0,0024

0,0028

0,0024

0,0025

0,0003

AES

0,0026 0,0028

0,0026

0,0028

0,0023

0,0026

0,0003

AES

0,0033 0,0034

0,0033

0,0035

0,0033

0,0034

0,0001

AES

0,0043 0,0044

0,0044

0,0040

0,0040

0,0042

0,0003

X= Xpr
[%]

[%]

SN
[%]

[%]

0,0028

0,0000




PT 33/6A-N

Results, statistical parameters and scoring
Vysledky, statistické parametry a scoring

Laboratory code

Dz(PT) WZ(N)

Kéd laborato fe

Code Method Individual results % [wt. %], Jednotlivé vysledky [hm. %] x [%] u [%] Zpt Zy
Kéd Metoda 1. 2. 3. 4, 5. average | repeatability | Z-scorepr| Z-scorey
1 -
2 -
3 -
4 _
10 -
11 -
15 -
17 -
21 -
22 -
25 -
26 -
27 -
28 -
30 -
33 -
36 -
37 -
39 -
9 TCM 0,054 0,055 0,054 0,055 0,054 0,054 0,001 -2,33 -1,75
18 AES 0,052 0,053 0,055 0,054 0,055 0,054 0,002 -2,33 -1,75
14 AES 0,056 0,057 0,058 0,056 0,055 0,056 0,001 -1,67 -1,25
5 AES 0,058 0,058 0,059 0,058 0,057 0,058 0,001 -1,00 -0,75
13 TCM 0,056 0,058 0,058 0,059 0,058 0,058 0,001 -1,00 -0,75
19 AES 0,059 0,058 0,059 0,059 0,059 0,059 0,001 -0,67 -0,50
23 AES 0,062 0,060 0,061 0,059 0,059 0,060 0,002 -0,33 -0,25
20 TCM 0,058 0,060 0,060 0,060 0,060 0,060 0,001 -0,33 -0,25
6 AES 0,064 0,060 0,059 0,063 0,060 0,061 0,003 0,00 0,00
29 TCM 0,061 0,061 0,060 0,062 0,061 0,061 0,001 0,00 0,00
8 TCM 0,061 0,060 0,062 0,061 0,062 0,061 0,001 0,00 0,00
12 AES 0,062 0,062 0,062 0,062 0,063 0,062 0,001 0,33 0,25
24 TCM 0,062 0,062 0,062 0,062 0,062 0,062 0,000 0,33 0,25
16 TCM 0,062 0,061 0,062 0,063 0,062 0,062 0,001 0,33 0,25
32 AES 0,058 0,061 0,062 0,065 0,062 0,062 0,003 0,33 0,25
40 TCM 0,063 0,064 0,062 0,063 0,063 0,063 0,001 0,67 0,50
34 TCM 0,063 0,062 0,063 0,063 0,062 0,063 0,001 0,67 0,50
31 AES 0,066 0,065 0,064 0,064 0,065 0,065 0,001 1,33 1,00
7 AES 0,057 0,070 0,069 0,067 0,063 0,065 0,006 1,33 1,00
35* AES 0,071 0,073 0,075 0,074 0,073 0,073 0,002 4,00 3,00
38* AES 0,070 0,085 0,095 0,086 0,086 0,084 0,011 7,67 5,75
* - result excluded as outlier * - vysledek vylou€en jako odlehly
n X = Xpr Spr Sn u
[%] [%] [%] [%]
19 0,061 0,003 0,004 0,002
Participant's Z - score distribution
Rozdéleni Z - score U ¢astnik U
3,00
2,00
£ 100 | i
o
2 600 1 10 M= om | om om | e [0 (W |:'
N [
-1,00 +
-2,00 A
-3,00
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